
Read the corresponding technical 
documentation for handling and 
safety reasons.

After installing a new deuterium 
lamp into your detector, ensure to 
allow the lamp a running-in time 
of approximately 24 hours. 

For further details on installing 
the lamp, consult the technical 
documentation of the detector.
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